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(57) ABSTRACT 

Hybrid sensors comprising Shack-Hartmann Wavefront Sen- 
sor (S-HWFS) and Zernike Wavefront Sensor (Z-WFS) capa- 
bilities are presented. The hybrid sensor includes a Z-WFS 
optically arranged in-line with a S-HWFS such that the com- 
bined wavefront sensor operates across a wide dynamic range 
and noise conditions. The Z-WFS may include the ability to 
introduce a dynamic phase shift in both transmissive and 
reflective modes. 
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BROADBAND, COMMON-PATH, 
INTERFEROMETRIC WAVEFRONT SENSOR 

CROSS-REFERENCE TO RELATED 

APPLICATION 5 

The present application claims priority to U.S. Provisional 
Application No. 61/434,285, filed Jan. 20, 2012. 

STATEMENT OF FEDERAL FUNDING 1° 

The invention described herein was made in the perfor- 
mance of work under a NASA contract, and is subject to the 
provisions of Public Law 96-517 (35 USC 202) in which the 
Contractor has elected to retain title. 15 

FIELD OF THE INVENTION 

The present invention generally relates to interferometric 
wavefront sensors for use in any phase measuring system; and 20 
more particularly to a common-path Zemike modified Shack- 
Hartmann wavefront sensor having in some embodiments 
particular application to adaptive optics. 

BACKGROUND 25 

Adaptive optics (AO) is a revolutionary method of imaging 
that has been used extensively in astronomy. In such an appli- 
cation, for example, the blurriness of the Earth’s atmosphere 
may be removed from starlight leading to incredible increases 30 
in resolution and sensitivity of astronomical objects. These 
systems have been operational at astronomical observatories 
now for roughly twenty years. However, these systems are 
currently limited by their ability to accurately measure the 
distortion imparted to the starlight by the atmosphere. An 35 
improved ability to sense these errors would lead to a com- 
mensurate improvement in final image sharpness. Greater 
sharpness leads directly to a larger discovery space for sci- 
ence targets. 

The typical wavefront sensor for most AO systems is the 40 
Shack-Hartmann Wavefront Sensor (S-HWFS). This sensor 
works by dicing the light coming from a telescope into little 
pieces, measuring the tip/tilt aberration on each piece with a 
few pixels for each little piece. These few pixels are called 
quad-cells. When all these measurements are made, they’re 45 
all stitched back together to give the full measurement. This 
measurement of the wavefront error is then applied to the 
deformable mirror in the system for correction. This sensor 
has been the workhorse of AO systems for more than two 
decades. 50 

However, in those twenty or so years, scientific discoveries 
and telescope architectures have changed, thereby revealing 
the shortcomings of this sensor. The S-HWFS is susceptible 
to noise for very low order aberrations (like tip/tilt/focus). 
This is because for these low-order modes, many of the quad- 55 
cells measure the same signal. The additional measurements 
from the independent quad-cells don’t improve the signal but 
rather add noise. Also, newer telescope architectures use seg- 
mented apertures, akin to tiles in a mosaic. Creating a large 
telescope from individual tiles is less risky than building a 60 
single large mirror. However, a large, tiled mirror can only 
behave as a single, monolithic mirror if the individual seg- 
ments are properly aligned. 

Another wavefront sensor that has been developed, and 
that can address both of these concerns is the Zemike wave- 65 
front sensor (Z-WFS). The classic Z-WFS works by taking 
light that is at the very center of a star image, delaying or 
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advancing it a little bit (this is done statically, with a phase 
plate), and then re-imaging the light at the telescope primary 
mirror (or pupil) location. The classic Z-WFS has been dem- 
onstrated to be far less susceptible to noise compared to the 
S-HWFS for the loworder modes like tip/tilt and focus. Also, 
because it works using the principle of optical coherence, it 
can also be used to measure the relative alignment of tiled (or 
segmented) apertures. Unfortunately, it has a limited working 
dynamic range. That is, it works best when the atmospheric 
correction is good enough to form a sharp image of a star. 

Accordingly, a need exists to develop a wavefront sensor 
that overcomes the fundamental deficiencies of these conven- 
tional systems. 

SUMMARY OF THE INVENTION 

Embodiments of the current invention are directed to wave- 
front sensors for use in phase measuring systems. 

In some embodiments, the invention is directed to hybrid 
wavefront sensors including: 

a Shack-Hartmann wavefront sensor having a SH-input 
pupil and a re-imaged SH-output pupil comprising at its 
distal end a lenslet array for dicing an incident image 
wavefront into separate segments; 

a Zernike wavefront sensor having a Z-input pupil and a 
Z-output pupil, the Zemike wavefront sensor being 
capable of dynamically shifting the phase of a portion of 
the image wavefront having a diameter on the order of 
X/D, where D is the SH-input pupil diameter; 

a relay optical system disposed proximal to the lenslet 
array and designed such that the image wavefront from 
the SH-input pupil is relayed one-to-one to the Z-input 
pupil and the Z-output pupil is relayed one-to-one to the 
lenslet array of the SH-output pupil; 

a detector in optical alignment with the distal side of the 
lenslet array for imaging the incident image wavefront; 
and 

an electronic controller in signal communication between 
the Zemike wavefront sensor and the detector for corre- 
lating the phase shift imposed on the imaged wavefront. 

In some such embodiments the optical path of the wave- 
front sensor is arranged such that the Zemike wavefront sen- 
sor may be bypassed. 

In other such embodiments, the phase shift may be dynami- 
cally adjusted over a range of from +X/2 and -X/2. 

In still other such embodiments, the relay optical system 
includes a parabolic mirror. 

In yet other such embodiments, the Zernike wavefront 
sensor is transmissive. In some such embodiments, the 
Zernike wavefront sensor comprises a plurality of transmis- 
sive phase plates movable into and out of the optical path of 
the Zernike wavefront sensor, each of said transmissive plates 
capable of producing a different phase shift in the image 
wavefront. 

In still yet other such embodiments, the Zernike wavefront 
sensor is one of either reflective or refractive. In some such 
embodiment, the Zemike wavefront sensor includes a reflec- 
tive mechanical capillary device. 

In still yet other such embodiments, the relay optical sys- 
tem comprises both a parabolic and elliptical reflector, and 
wherein the optical path of the sensor is switchable therebe- 
tween. 

In still yet other such embodiments, the relay optical sys- 
tem includes a refractive element. 

In other embodiments the invention is directed to reflective 
mechanical capillary optic device includes: 
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a ceramic ferrule or glass capillary defining a central lon- 
gitudinal hollow passage and having a reflective end; 
and 

a glass fiber or filament having a reflective end, said fiber 
being positioned within the central hollow passage and 5 
movable therein such that the reflective end of the fiber 
can be offset relative to the horizontal plane of the reflec- 
tive end of the ceramic ferrule or glass capillary. 

In some such embodiments, the optic device further 
includes a piezoelectric transducer mechanically coupled to 10 
the fiber and disposed to translate said fiber within said fer- 
rule. 

In other such embodiments, the optic device further 
includes a quad cell detector to determine the position of the I5 
image wavefront with respect to the reflective mechanical 
capillary device. 

In still other embodiments, the invention is directed to a 
dynamic reflective Zemike wavefront sensor including: 

a body defining a central longitudinal hollow passage and 20 
having a reflective end; and 

a glass fiber or glass filament having a reflective end, said 
fiber being positioned within the central hollow passage 
and movable therein such that the reflective end of the 
fiber can be offset relative to the horizontal plane of the 25 
reflective end of the ceramic ferrule over a range of from 
+X/2 and -X/2. 

In some such embodiments, the fiber has a diameter on the 
order of X/D, where D is the SH-input pupil diameter. 

In other such embodiments, the sensor further includes a 30 
piezoelectric transducer mechanically coupled to the fiber 
and disposed to translate said fiber within said ferrule. 

In still other such embodiments, the sensor further includes 
a quad cell detector to determine the position of the image 
wavefront with respect to the reflective mechanical capillary 35 
device. 

In yet other such embodiments, the reflective ends of the 
body and the fiber are coated with reflective material. 

In still yet other such embodiments, the body is a ceramic 
ferrule or glass capillary. 40 

In still yet other such embodiments, the fiber is a glass 
filament. 

In yet other embodiments, the invention is directed to a 
method of imaging an image wavefront including: 

passing the image wavefront through a Shack- Hartmann 45 
wavefront sensor; 

relaying the image wavefront to a Zernike wavefront sen- 
sor prior to dicing the image wavefront into segments; 
phase shifting at least a portion of the image wavefront in 
the Zernike wavefront sensor; 50 

returning the image wavefront to the Shack- Hartmann 
wavefront sensor and dicing the image phase shifted 
wavefront into segments; and 
imaging the diced and phase shifted image wavefront. 

In some such embodiments, the phase shifting may be 55 
discontinued. 

BRIEF DESCRIPTION OF THE DRAWINGS 

The description will be more fully understood with refer- 60 
ence to the following figures and data, which are presented as 
exemplary embodiments of the invention and should not be 
construed as a complete recitation of the scope of the inven- 
tion, wherein: 

FIG. 1 provides a schematic block diagram of a hybrid 65 
wavefront sensor in accordance with embodiments of the 
current invention. 
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FIG. 2 a provides a schematic diagram of a hybrid Shack- 
Hartmann wavefront sensor in-line with a reflective dynamic 
Zernike wavefront sensor in accordance with embodiments of 
the current invention. 

FIG. 2b provides a schematic diagram of a hybrid Shack- 
Hartmann wavefront sensor in parallel with a reflective 
dynamic Zernike wavefront sensor in accordance with 
embodiments of the current invention. 

FIG. 2c provides a numerical simulation for a measure- 
ment of segmented telescope aberrations taken with an 
embodiment of a wavefront sensor in accordance with the 
invention. 

FIG. 3 provides a schematic diagram of the optical layout 
of a conventional Shack-Hartmami wavefront sensor. 

FIG. 4 provides an image of a wavefront measurement 
taken using a Shack-Hartmann wavefront sensor. 

FIG. 5 provides a schematic diagram of the optical layout 
of a canonical optical system in combination with a static 
Zernike phase-contrast. 

FIG. 6 provides a schematic of time phase timescales 
according to embodiments of the current invention. 

FIG. 7 provides a schematic diagram of a transmissive 
dynamic Zernicke wavefront sensor in accordance with 
embodiments of the current invention. 

FIG. 8 provides a schematic ray diagram of the pupil imag- 
ing relay for a transmissive dynamic Zernike wavefront sen- 
sor of FIG. 7. 

FIG. 9 provides a sub-millimeter imaging array (12x32 
pixels) that coarsely samples the CSO primary mirror. 

FIG. 10 provides a schematic of the transmissive dynamic 
Zernike waverfont sensor of FIG. 7 as mounted on the CSO 
telescope. 

FIG. 1 la provides a diagram showing the mylar as sampled 
by the sub-millimeter array, where the brightness of the object 
represents a phase excursion (The signal extends over 
roughly 3x3 pixels and is consistent with the physical size of 
the mylar on the telescope, and the whole telescope pupil runs 
about 27 pixels along the width of the above image). 

FIG. 11 b provides a data plot of a slice through FIG. 11 at 
5 row from the top, where the peak of the phase estimate is 
only ~35 pm, and is an underestimate of the expected signal of 
125 pm. 

FIG. 12 provides a schematic diagram of a reflective 
dynamic Zernike wavefront sensor in accordance with 
embodiments of the current invention. 

FIGS. 13a and 13 b provide schematics and images of a 
reflective phase-shifting optical element in accordance with 
embodiments of the invention. 

FIG. 14 provides a schematic of the opto/mechanical lay- 
out of an exemplary Zemike WFS testbed. 

FIG. 15 provides the data results of sinusoidal input phase 
errors of different spatial frequencies result in characteristic 
light spots below and above the PSF core in the image plane. 

FIGS. 16a and 16 b provide data showing that the phase 
reconstniction sensitivity factor |) goes to one for higher 
spatial frequencies. 

FIG. 17 provides data showing the input phase, image 
plane intensity, phase reconstruction, and residual phase error 
for five Zernike terms. 

FIG. 18 provides data showing the phase reconstruction 
sensitivity factor, (I, as a function of Zernike term is shown for 
the first twenty-five Zemike terms for a central piston element 
of size -2 X/D. 

FIG. 19 provides a schematic of an opto/mechanical hard- 
ware implementation in accordance with embodiments of the 
invention as integrated into the Palomar observatory adaptive 
optics system. 
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FIG. 20 provides a schematic of an opto/mechanical hard- 
ware implementation of a refractive design in accordance 
with embodiments of the invention as integrated into the 
Palomar Observatory adaptive optics system. 

FIGS. 21a and b provide schematics of embodiments dem- 
onstrating viewing mode switching capability in accordance 
with the invention. 

DETAILED DESCRIPTION OF THE INVENTION 

Hybrid sensors comprising Shack-Hartmami Wavefront 
Sensor (S-HWFS) and Zemike Wavefront Sensor (Z-WFS) 
capabilities are presented in this disclosure. In some embodi- 
ments, the hybrid sensor includes a Z-WFS optically arranged 
in-line or in parallel with a S-HWFS such that the combined 
wavefront sensor operates across a wide dynamic range and 
noise conditions. In other embodiments the Z-WFS includes 
the ability to introduce a dynamic phase shift in both trans- 
missive and reflective modes. 

Turning to the figures and data plots, as shown in FIG. 1, in 
some embodiments the hybrid wavefront sensor(lO) includes 
a conventional S-HWFS (12) placed in optical alignment 
through a relay optic (14) with a dynamically phase shiftable 
Z-WFS (16), that, in turn, is place into optical alignment with 
a suitable optical detector (18). By allowing for the placement 
of the dynamic Z-WFS in-line or in parallel with the conven- 
tional S-HWFS, the hybrid wavefront sensor can be used with 
no change in the traditional operational modes of these sen- 
sors. Moreover, in this configuration the Z-WFS can be turned 
on or off as needed to provide an extra boost in sensitivity and 
as well as an increase in the sensing speed. 

Hybrid Wavefront Sensor Architecture 

The benefits of this dynamic phase modulation are evident, 
and other types of wavefront sensors based upon this tech- 
nique have been developed. However, implementation of the 
phase shifting has resulted in systems that are not simple to 
fabricate, and are wavelength and/or polarization sensitive. 

Here a high-level overview of embodiments of the compo- 
nents of a dynamic and broadband hybrid wavefront sensor 
are provided. As is shown in FIG. 2 a, in some embodiments 
the hybrid wavefront sensor (20) comprises a Shack-Hart- 
mann wavefront sensor (22), however, at the location where 
the pupil is imaged and diced into separate segments with a 
lenslet array (24), an optical relay system (26) is inserted. The 
relay optical system performs a one-to-one image relay hav- 
ing a Zemike optic (28) at its focus. Once transmitted past this 
Zemike optic the pupil image is returned to the lenslet array, 
after which it is detected by a suitable optical detector (30). 
Shown in FIG. 2b, in some alternative embodiments the 
hybrid wavefront sensor consists of a Shack-Hartmann wave- 
front sensor (22) in parallel with a Zernike wavefront sensor 
(28). The major modification here is the need for separate 
sensors (30 & 30') for the S_HWFS and the Z-WFS. In such 
an arrangement, these two separate systems can be run simul- 
taneously at all times. FIG. 2c shows a measurement of align- 
ment errors for a segmented telescope using such a system. 

Shack-Hartmann Wavefront Sensor 

The Shack-Hartmami (or Hartmami-Shack) wavefront 
sensor (32) is an optical instrument used to characterize an 
imaging system. It is a wavefront sensor commonly used in 
adaptive optics systems. As shown in FIG. 3, the wavefront 
sensor (32) consists of an array of lenses (34)(called lenslets) 
of the same focal length positioned distal to a reimaged pupil. 
Each of these lenslets is focused onto a photon sensor (36) 
(typically a CCD array or quad-cell). In operation, the local 
tilt of the wavefront across each lens is calculated from the 
position of the focal spot (38) on the sensor. Any phase 
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aberration can then be approximated to a set of discrete tilts. 
By sampling an array of lenslets all of these tilts can be 
measured and the whole wavefront (40) approximated 
thereby resulting in improved resolution. The limits to such a 
5 wavefront sensor are that only tilts are measured so that the 
sensor cannot detect discontinuous steps in the wavefront. In 
addition, the calculations required to approximate the aber- 
rations are extremely complex. 

Zemike Wavefront Sensor 

to In turn, the Zernike wavefront sensor (42) in its basic fonn 
is a device that consists of the addition of an optical element 
which produces a phase shift to the central core of point- 
spread function (PSF). The device is based on the phase- 
contrast method developed by Fritz Zernike. Zemike’ s origi- 
15 nal concept was to induce a static phase shift (A/4 or -A/4) at 
the core of a point-spread function intermediate between the 
input pupil plane and the output pupil plane. This static phase 
shift has the effect of transforming a phase error in the input 
pupil into an intensity signal in the output pupil. This simple 
20 optical element makes it possible to image phase objects 
which are otherwise transparent (like biological specimen, 
for instance). Further, it makes visible phase errors which 
would otherwise be invisible. 

The canonical Zernike optical system is illustrated in FIG. 
25 5. As shown, light enters the system on the left (44) of the 
diagram and passes through a screen of spatially varying 
transmission and phase (46) that is immediately before the 
input pupil (48). This field is subsequently focused by a lens 
(50) to fonn a point spread function (PSF) in the image plane. 
30 An optical element (52) with a phase delay of A/4 within a 
diameter of a few A/D is centered on this PSF. After passing 
through the focal plane element (54), the light continues to 
propagate to the output pupil (56) where the optical intensity 
is measured. The electric field immediately before the input is 
35 given by: 

E(p,v)=P(ii,v)-A(l+e(p.,v))e~'* <, ^v) (1) 

Here, the pupil function is given by P(p, v), the mean 
electric field amplitude is A, the point-by-point variation in 
40 the electric field strength is given by e(p., v). The pupil- 
dependent phase is given by <j)(p, v). For simplicity sake, an 
assumption is made that the phase in the input pupil is small, 
compared to a radian. With this assumption the expression for 
the electric field then becomes: 

45 

£(p,v)=P(n,v)-4a+e(p,,v)+i<Kp,v) (2) 

Here, the second order terms have been dropped. This field 
is propagated to the focal plane of the system by a Fourier 
transform. This Fourier transform operator is shown sche- 
50 matically as F : 

E(n,v)=A PSF(k,v)+4 PSF(k,v)*F [et^vJ+wK^v)] (3) 

where the Cartesian coordinates in the image plane are rep- 
resented by t), v and the convolution operation is represented 
55 by the * symbol. The Fourier transform of the pupil function 
is represented by PSF. The electric field in the image plane is 
therefore given by the sum to two terms, the first is the PSF of 
the system with a perfect input field (no phase or amplitude 
errors). The second term is given by the convolution of this 
60 PSF with the Fourier transform of the phase and amplitude 
errors of the input beam. 

Next, a phase shift is applied to the PSF portion of the 
image plane electric field. In theory, the PSF has infinite 
extent, so applying a uniform phase-shift to this part of the full 
65 extended field appears problematic. However, in practice, 
most of the energy of the PSF is located in a very compact 
area. For typical systems, -85% of the energy lies with a 
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diameter of ~2 X/D where A is the wavelength of operation 
and D is the input pupil diameter. Again for simplicity’s sake, 
we will mathematically apply a uniform phase shift to the 
PSF. In numerical simulations we quantify the error in this 
assumption (but rest assured, it’s a small effect). Hie magni- 5 
tude of the phase shift is given by 0, 

E(n,v)=A PSF(K,v)e' 0 +A PSF(m,v)*I~ [e(fi,v)+«j>(fi,v)] (4) 

Sensing will be done in the pupil plane, so a subsequent 
Fourier transform is needed to quantify the response in this 10 
plane. The Cartesian coordinates are represented by (x, y) in 
the re-imaged plane according to: 

E(x,y)=A P(x,y)-[(e l& +e(x,y)+i<p(x,y)] (5) 

The electric field from the original input pupil has been 15 
modified in the re-imaged output pupil in following way: the 
DC part of the electric field has been replaced by its phase- 
shifted version. This phase shift is nearly uniform across the 
re-imaged pupil plane. For the sake of brevity, in the next few 
set of equations the explicit coordinates will be dropped. , f) 
Likewise, the pupil function will be implied and its explicit 
notation also dropped. With a static phase shift of +X/4 (0=it/ 

2), the electric field and intensity at the output pupil plane are: 

E = A(e‘2 +£ + iip) = A(-i + £ + iip) ^ 

/ = £■£* = A 2 (l + 2ip + e 2 + ip 2 ) 

The intensity in the pupil image given by equation x above 30 
can be characterized as a pedestal that is the mean intensity at 
the input pupil but modulated by the addition of a lew tenns. 
The first term is proportional to twice the phase at that loca- 
tion in the input pupil. The final two terms are proportional to 
the square of the amplitude and phase errors. With the 35 
assumption that <f><l , then 4> 2 «<j) and can be ignored. It is also 
typically assumed that transmission variability, e, is small 
compare to phase variability and can likewise be ignored. 

There are a few noteworthy benefits of the Zemike system 
to point out. First of these is its elegant simplicity. Any pupil 40 
viewing instrument that also has an accessible, intermediate 
focus can become a sensitive phase measuring device by the 
addition of the phase mask centered on the PSF. Second, the 
measurement is easily interpreted. Bright areas are phase 
bumps above the mean phase, and darker areas are phase 45 
troughs. Third, the sensor is common-mode in the sense that 
after the focal plane mask, the PSF core that has been phase 
shifted co-propagates with the other parts of the original 
electric field. After the focal plane mask, the measurement is 
less affected by phase errors like air turbulence or optical 50 
fabrication errors because these affect both co-propagating 
beams in nearly the same way. Fourth, the sampling if easily 
changed with the addition of a zoom lens between the pupil 
and final image plane. Under certain circumstances, it may be 
beneficial to sample the phase with greater resolution, at the 55 
expense of more noise. Fifth, for adaptive optics system that 
require a phase estimate at high speed, defonnable mirror 
elements and pupil pixel elements can be mapped one-to-one 
for optimum noise performance. The reconstruction algo- 
rithm is extremely simple to implement and can be done on a 60 
pixel-by-pixel basis. 

Flowever, despite its advantages there are some limitations 
to the above-described conventional static phase offset. Given 
that it is fundamentally an intensity measurement, any system 
error that results in a detector signal variation that is not due 65 
to phase, will lead to a corresponding incorrect phase estima- 
tion. For example, a variation in detector dark current results 
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in signal variation that could be misinterpreted as phase. 
Likewise, amplitude fluctuations (like atmospheric scintilla- 
tion) can create spurious signals (albeit as a second order 
effect). It has now been determined that many of the detection 
limitations described above can be removed by introducing a 
time varying modulation into the phase shift of the Zemike 
sensor. Modulation of the phase shift will, of necessity, create 
a temporal modulation in the intensity measurement. 
Demodulation of these intensity measurements results in: 1) 
a direct measurement of the phase and 2) rejection of many 
systematic error terms listed above. 

Consider electric fields and corresponding intensities in the 
output pupil plane for four different phase steps from -X/2 to 
+X/2 in steps of +X/4 (0=-jt/2, 0, jt/2, it). 


Ei = A(e *2 +e + itp) = A{-i + e + iip) 
Ei ~ A(e~*° +£-\ -i*p) - A(-i + e + iip) 
Ei = A(e‘ 2 + e + itp) = A{- i +£ + up) 
£4 = A(e ~ CJ! + £ + iip) = A(-i + £ + itp) 

(7) 

The intensity measurements are then: 


I 1 =£,•£, *=A 2 ( 1+€ 2 +2<|>-k|> 2 ) 


I 2 =E 2 -E 2 *=A 2 (l+e L +2e-nf) 


/,=£,•£, *=/f 2 (l+e 2 -2<t>-Ht> 2 ) 


/, =£, ■£, *=A 2 ( l+€ 2 -2€+<)) 2 ) 

(8) 

From these four intensity measurements, the pupil depen- 
dent phase and amplitude errors of the electric field the input 
pupil can be estimated. 

h - h 
* = 4A 2 

(9) 

h~U 

£ = — r-T— 

(10) 


£ " 4 A 2 


Therefore, a simple difference in the intensity images taken 
when the phase step is -it/2 and it/2 provides an estimate of 
the phase, and similarly the difference images at 0 and it 
provide the estimate for amplitude errors (both up to second 
order). 

The introduction of a dynamic phase shift to the nominal 
PSF gives this sensor a unique advantage over those sensors 
that use a static phase shift. It allows the reference beam 
electric field to be modulated at a unique, selectable fre- 
quency. The resulting intensity measurements are also modu- 
lated at this frequency, and the demodulation process will 
reject noise that is not at the frequency of the intensity modu- 
lation. Phase modulation also rejects those intensity signals 
that are incoherent with the reference light. For instance, 
intensities that might arise due to background illumination 
(static or dynamic) or light scattered internal to the sensor will 
also be rejected. 

Accordingly, in some embodiments of the invention, the 
Z-WFS of the system is of a design that allows for the inser- 
tion of a phase step at the core of the PSF that is adaptive and 
variable such that it can be made to switch between +X/ 2 and 
-X/2 in short order into the imaging beam. It should be under- 
stood that such a dynamic Z-WFS can take any suitable form 
capable of implementing such an adaptive and variable phase 
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step into the imaging beam. Examples of transmissive, refrac- 
tive and reflective embodiments of suitable Z-WFS devices 
are described in the Exemplary Embodiments, below. 

Likewise, although specific embodiments of relay optics 
and optical detectors have been described above, it should be 
understood that any optical system suitable for: 1) inducing a 
dynamic phase shift to the core of a PSF (either in transmis- 
sion, reflection or refraction), 2) used to relay the subsequent 
pupil to an imaging array, and 3) used in combination, either 
in-line or in-parallel, with another wavefront sensor (such as 
S-El wavefront sensor) to form a hybrid wavefront sensor. 
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h - h 
4/ 0 


( 14 ) 


Because and I 3 and I 3 are the only quantities in (14) subject to 
noise sources, the estimation error due to these terms is: 




(15) 


EXEMPLARY EMBODIMENTS 


Taking the above derivatives results in: 


The person skilled in the art will recognize that additional 
embodiments according to the invention are contemplated as 
being within the scope of the foregoing generic disclosure, 
and no disclaimer is in any way intended by the foregoing, 
non-limiting examples. 

Example 1 

Zemike Phase Estimation 

In this example, the process of making a phase estimate in 
an integration period is demonstrated. There are several time 
scales to be aware of including: the sample period of the 
detector, t J5 the time required to make a single phase estimate, 
t esl , and the time over which multiple, independent estimates 
are made (called the integration period) t inr These different 
timescales are illustrated in the time chart provided in FIG. 6. 

From the N different estimates made during an integration 
time, it is possible to create an average phase estimate given 
by: 


15 


20 


25 




(16) 


Writing the source photon noise and background photon 
noise as a photon ^ ource and o photonJbackgmund respectively. 
These two sources sum in quadrature to give the noise for a 
single measurement: 


0^1 6 / , O phototi.source ^^phoion.backgrvund 

Then the phase measurement error in radians is: 


30 




-2 , ^2 
photon,source ~ u photon,background 


(17) 


(18) 


In nanometers this is given by: 


35 


6<Pj 




\2n\4l t 




photon, source ^ photon,, back ground 


(19) 


i N 


an 


40 


The error on the overall estimate, 8(j), can be computed from 
the individual estimate errors &<(), in a straightforward way. 
Since <|) is simply an average of individual estimates accord- 
ing to EQ. 11, the overall error is obtained by adding the 
individual errors in quadrature, 




■ + (“^) - W^ 6ip ‘ +S ‘> > 2 + --- +S ‘P 2 n'> 


, 2 

89 = 7T 


6<p ■■ 


6<p i 

vx~ 


45 


( 12 ) 


Note that the 4>, are independent measurements and there 
are N of them, so the equation simplifies to: 


(13) 


Hie following sections consider the errors that exist for a 
given individual phase measurement 8t|) ; . Once this individual 
error has been determined, the error in the averaged estimate 
is obtained by simply dividing by root N. For convenience 
sake, the expression for the phase estimate is provided below. 


For this performance simulation, the properties of the 
atmospheric transmission, telescope primary, pupil sampling, 
wavelength and optical bandpass are assumed to take the 
values given in Table 1 , below: 

TABLE 1 



Performance Simulation Parameters 

Property 

Value 


Atmospheric Transmission 45% 

50 Primary Diameter 10 meters 

Number of Pixel Samples Across Diameter 32 

Mean Observing Wavelength 850 pm 

Optical Bandpass 14% 

Airy Disk (2.44 A/D) 43 arc sec 


For the astronomical sources of interest, Mars and Saturn 
are considered. Their key properties are listed in Table 2, 
below: 


TABLE 2 


Properties of Study Planets 

Property 

Mars 

Saturn 

Blackbody Temperature at 850 pm 

210K 

81K 

Angular Size (near/far) 

25.1/3.5 arc sec 

18.8/13.5 arc sec 
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From these properties, it is possible to estimate the spectral 
radiance, band radiance, photon per sample (at the top of the 
atmosphere, and at the primary). These values are given in 
Table 3, below. 


TABLE 3 


Estimates of Planet Properties 


Property 

Mars 

Saturn 

Spectral Radiance 
(photons/sec/m 2 /m/steradian, top of 
atmosphere) 

1.37E+22 

4.94E+21 

Band Radiance (photons/sec/m 2 / 
steradian, at primary) 

1.63E+18 

5.88E+17 

Photons Rate (photons/sec, 
at primary, primary pixel sample) 

8.31E+8 

1.68E+8 

Occupation Number 

11.9 

4.3 

Photons per 1 second sample 
per primary pixel sample (near/far) 

8.3E+8/1.6E+7 

1.68E+8/8.72E+7 

Photon Noise, per 1 second 
sample, per primary pixel sample 
(near/far) 

3.57E+5/4.97E+4 

6.19E+4/4.46E+4 


Similarly the contribution from the sky for background 
photons and background photon noise is given in Table 4, 
below. 25 


TABLE 4 


Background Photon Effects 

Property 

Value 

Sky Temperature 

265K 

Sky Emissivity 

55% 

Size of cold field stop 

32 )JD (22 arc min) 

Sky solid angle per pupil (defined by field stop) 

3.46E-5 steradians 

Rate 

2.54E+11 

BG Photons per one second sample 

3.85E+12 

BG Photon noise per one second sample 

3.07E+07 

From the noise equations detailed above, it is possible to 
determine the noise in phase for each estimate (remember, 
one estimate comes after four intensity samples each one 

second long). 


Mars (near/far) 

Saturn (near/far) 


Random error per phase 1.77 pm/91 pm/rms 16.84 pm/16.84 pm 

estimate (pm, rms, per four 

seconds) 


Because these estimates are based upon random noise 
sources, they will go down as Sqrt[N] , where N is the number 
of mi-correlated estimates. 

Example 2 55 

Transmissive Zemike Wavefront Sensor Architecture 

In one example a dynamic transmissive Zernike device has 
been implemented in a telescope (60). The primary advantage 60 
of such a transmissive implementation is that it minimizes the 
impact on the routine operation of the telescope. In practice, 
this involves two design decisions: 1) the dynamic phase- 
contrast is implemented with phase plates (62) installed at the 
telescope focal plane (64) in rapid succession, and 2) the pupil 65 
is relayed to the detector array (66) with a transmissive lens 
relay. This is shown schematically in FIG. 7. 


Both the pupil relay lenses and the Zernike phase plates 
were implemented in high-density poly ethylene (HDPE) 
plastic. The lenses were identical, plano-convex elements, the 
first of which was located near the nominal telescope focal 
plane (acting as a field lens). The second lens relayed the pupil 
such that it appeared at the nominal image plane. The subse- 
quent reflective optics then performed their routine operation 
of relaying this image to the detector plane. The ray trace of 
the relay is shown in FIG. 8. The focal lengths were chosen 
such that the pupil was well sampled by the bolometer array, 
with a few un-illuminated pixels at the very edge. FIG. 9 
shows the sampling of the COAT pupil by the pixels in the 
micro-bolometer array. The phase plates were specified to be 
of uniform thickness except for a small circular area 2.44 X/D 
in diameter. This area had either a mesa or depression (pimple 
or dimple, colloquially) of magnitude X/(4(n-l)), where 
lambda is the wavelength and n is the index of refraction of 
HDPE (here, assumed to be 1 .5). The plates were made such 
that the pimple/dimple for each plate were concentric with 
respect to their locating mechanics. Plates were made for two 
wavelengths, 350 pm and 850 pm. The plates were not anti- 
reflection coated. 

The mechanics were designed such that the pupil relay 
lenses (once carefully aligned) could be removed quickly and 
reinstalled with precision. Thus switching between pupil 
viewing mode and imaging mode was relatively fast and easy. 
The phase plates were rapidly moved into and out of the focal 
plane with the aid of a Geneva mechanism, which performed 
this at about 1 Hz. The Geneva mechanism has a state switch, 
which clearly identified when the phase plate was in the 
beam. The instrument software was modified such that data 
was taken synchronously with the Geneva mechanism. Fur- 
ther, all of these opto/mechanics were designed such that they 
could be easily mounted to the telescope using existing bolt 
holes designed for the bearing axis cover, as shown in FIG. 
10 . 

To test this system, a calibrated phase error is created on the 
surface of the telescope and then measured with the Zemike 
technique. In this experiment, a piece of 5 mil mylar is 
attached to the primary mirror. The mylar covers about one 
segment panel (roughly 3x3 pixels in the imaging array). This 
mylar serves as the calibrated phase aberration to be mea- 
sured in this experiment. In practice, a differential test is 
performed: first a Zemike phase measurement is made of the 
telescope plus mylar, and then the mylar is removed and 
another measurement made of the telescope alone. The dif- 
ference of these two measurements is then the mylar mea- 
surement. It worth noting that during the night, as the object 
moves across the sky, the bolometer array appears to rotate 
about the center of the telescope pupi. Therefore, it is impor- 
tant that measurements be made as quickly to each other as 
reasonable. 

An experimental run in accordance with the conditions 
provided above was conducted on the Caltech Sub-millimeter 
Observatory (CSO) from Mar. 28 to Mar. 30, 2012. Condi- 
tions were favorable for this observation, with water vapor 
quite low (x-0.04, typically). Many different experiments 
were performed, using different wavelengths, different mylar 
thicknesses, and different pupil locations. Careful pointing 
and other alignment sensitivity tests were likewise per- 
formed. For the Zernike sensing demo the source was Saturn, 
and the mylar thickness was 5 mils (125 pm). In double pass, 
the phase error is twice the thickness multiplied by the mylar 
index of refraction minus one. Assuming an index of near 1.5, 
this corresponds to a phase error of 1 25 pm. The estimate was 
made by using nothing more than equation 14, the differenced 
pupil intensity measurements between two phase plate posi- 
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tions normalized by the pupil intensity from the source alone. 
The result of this estimate is shown in FIG. 11a. A slice 
through the estimate is shown in FIG. 11 b. The signal is quite 
clear, and is well above the uniform signal from the pupil 
which had no phase aberration, and it occurs in the location 
expected based upon where it was placed on the primary 
mirror. However, the phase estimate of the Zemike technique 
(~3 5 pm, peak) is off by about a factor of four from the known 
phase error of the mylar thickness (125 pm). This is most 
readily explained by a normalization error which can be cor- 
rected with instrumental calibration. 

Example 3 

Reflective Zemike Wavefront Sensor 

Although the above discussion focused on a dynamic trans- 
missive Zernike design, an even simpler architecture is con- 
ceivable by using a reflective design. This reflective architec- 
ture has the advantages of removing the systematic errors that 
might occur in transmissive implementations. This alterna- 
tive still accomplishes the requisite phase-shifting in the focal 
plane, but with an all reflective system. As will be described in 
detail below, the concept is to create an annular mirror with an 
internal piston element sized a few Z/D. This piston element 
would be place at a convenient focal point, ideally as close to 
the telescope as possible. It would be fabricated to be co- 
planar with the annular mirror, so that when not being used for 
wavefront sensing, it would have no impact on the optical 
beam train. The variable position of the central element would 
allow for wavelength variability. As will be discussed, this 
implementation would then not suffer from the same system- 
atic errors of the existing, transmissive design. 

Accordingly, in some embodiments the dynamic Z-WFS is 
operated in a reflective system to operate broad-band and to 
make the phase step at the core of the PSF adaptive and 
variable such that it can be made to switch between +Z/4 and 
-X/4 in short order. These modifications make the system 
simple and robust. Implementations according to some 
embodiments are illustrated in FIGS. 12 to 14. 

As shown in FIG. 12, in one architecture of a dynamic 
reflective Zemike wavefront sensor (68) the input pupil (70) 
is located at the front focal plane of a parabolic mirror (72). 
The light enters through this input pupil plane and reflects 
from an off-axis portion of the full parabola towards the focal 
point (74). Located at the focal plane is a special reflecting 
phase-shifting optical element (76). Upon reflection off of 
this optical element, the beam is re-collimated by the 
parabola, and forms a real image of the input pupil at the 
parabola focal length. This pupil is then imaged to the final 
detector (78) with a relay (80) that also shrinks the exit pupil 
image size as desired. 

The reflective design makes this architecture insensitive to 
differential phase effects due to chromaticity and polariza- 
tion. Moreover, the only phase difference between the core of 
the PSF and the remaining portion of the electric field is due 
to the reflecting phase-shifting optical element. Another nice 
benefit to this design is that it is entirely common mode. So, 
even though at its heart this is in an interferometer, because 
the beams co-propagate, they are unaffected by non-common 
path errors and vibrations that detrimentally impact the per- 
formance of other interferometers. 

Hie heart of the dynamic reflective Zernike wavefront sen- 
sor is the reflecting phase-shifting optical element. Schemat- 
ics and images of an embodiment of such an optical element 
are shown in FIGS. 13a and 13 b. As shown, it consists of a 
fine mechanical assembly comprising a glass capillary tube 
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(84) with a small inner orifice (86). The end face (88) of this 
capillary is end polished and coated with a reflective metal 
coating. Internal to this capillary is placed a single mode fiber, 
or similar glass filament (90), the end-face of which has been 
5 cleaved to be flat and normal to the central hole, and also 
coated with the same reflective coating as the capillary. The 
translation of tip of the glass filament with respect to the 
coated face of the capillary/ferrule provides the phase shifting 
of the PSF core. 

to During operation, the light reflects off this assembly and is 
re-collimated by the parabola. More specifically, in some 
embodiments the single mode fiber (or glass filament) is 
selected for its mechanical properties. In such embodiments, 
the outer diameter is controlled to very high uniformity in the 
15 outer diameter and with very tight tolerances on the error in 
the diameter. This single mode fiber (or glass filament) is 
centered and guided by the inner capillary but is otherwise 
free to move. The far end of the fiber is gripped in a clamping 
mechanism or the like and attached to a translator, such as a 
20 piezoelectric transducer (PZT). Using a PZT, very fine 
motions of the filament can be accomplished with small volt- 
ages, for example, the PZT may typically have a range of 
twelve microns for a change of 1 00 volts. Thus changes on the 
order of +/-A./4 can be had for a voltage change of only 2.5 V. 
25 (The coarse positioning of the fiber is accomplished by an 
in-line linear stage.) The single mode fiber (or glass filament) 
is phase shifted by the PZT. 

The interconnection between the fiber and PZT may be 
accomplished by any suitable means. For example, in some 
30 embodiments one end of the PZT is bonded to the ceramic 
ferrule or glass capillary, the other is bonded to the single 
mode fiber (or glass filament). In such embodiments, the 
bonding may be done in any matter suitable such that the 
polished end is flush with the ferrule face when the PZT is at 
35 mid-voltage. This ensures the phase shift has an equal stroke 
about its nominal position. Typical required stroke of the PZT 
is on the order of a few wavelengths for segment phasing, and 
only +/- quarter of a wavelength for typical operation. As 
shown in FIG. 12, the PZT stroke/frame acquisition can be 
40 synchronized with dedicated timing electronics (82). 

When the Z-WFS is in operation, the reflective filament 
makes a slight translation forward and back of +I-XI4 (where 
lambda is the mean wavelength of operation). This very fine 
motion is accomplished with the PZT and is made synchro- 
45 nous with the frame capture of the imaging camera. By dif- 
ferencing and normalizing subsequent frames with positive 
and negative mirror offsets, the phase of the wavefront is 
accurately reconstructed. Because this process is done syn- 
chronously, any noise that is asynchronous with these mea- 
50 surements is removed in the differencing operation. Because 
the math of the reconstruction is so simple, it can be done very 
quickly, much fast than the traditional S-HWFS. 

In some embodiment, a dedicated quad cell detector may 
be added to the system in order to ensure the PSF is well 
55 centered on the core of the axis of the ferrule. In such an 
embodiment, an out-of-band ghost image created by a judi- 
ciously wedged and coated optic at the input pupil provides an 
optical reference that is locked to the position of the beam 
under study. The quad cell detector is also physically refer- 
60 enced to the ceramic ferrule, carefully aligned and secured in 
place. Initial calibration of the pointing is done by retracting 
the fiber into the ferrule such that the reflective ferrule acts as 
a hard-edged coronagraph. In this configuration, the input 
PSF is then dithered in a cross-pattern, back and forth, up and 
65 down, while synchronous with the output pupil viewing cam- 
era. Proper differences of the back/forth and up/down images 
provides and signed error signal that in closed loop with the 
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input dither mirrors, can center the beam extremely accu- 
rately. Once centered in this way, the reference position on the 
quad cell detector is recorded, and finally, the polished fiber is 
restored to its nominal position. 

Testbed Opto/Mechanical Layout 

An opto/mechanical testbed layout of the dynamic reflec- 
tive Zemike architecture is shown in FIG. 14. In this embodi- 
ment, the input beam is from a single mode optical fiber. The 
fiber allows us to easily change the source between a laser and 
white light without any changes to the optical alignment. The 
beam is collimated with an off-axis paraboloid to ensure 
broadband operation. A fold mirror feeds the beam to a PZT 
tip/tilt mirror which is located at the input pupil. The phase 
aberrations are placed in the space between these two fold 
mirrors. Another fold mirror then directs the beam to the 
parabola. Our parabola is has a focal length of 914.4 mm, and 
we have a nominal input pupil diameter of 10 mm. The f/# is 
then f/91.44 and the Airy diameter is 2.44 Xf/#=144.2 
microns. The filament diameter is about 122 microns which 
corresponds to a width of 2. 1 X/D. The beam is relayed to the 
CCD camera with a simple pair of achromatic lenses. This 
lens relay magnifies the pupil by -0.4 such that the final pupil 
is 4 mm on the CCD. Our CCD is an SBIG ST-402ME with an 
array size of 765x510 and a pixel size of 9 microns. 

In order to analyze the performance of the reflective 
Zemike wavefront sensor, an end-to-end simulation was con- 
structed. The simulation has been used for three types of error 
analysis: Fourier mode analysis, and Zernike mode analysis. 
In the simulation, phase errors are introduced into the electric 
field with uniform amplitude at the input pupil, and this 
modified electric field is propagated to the image plane. At the 
image plane, a mask corresponding to the lab filament size is 
applied to the electric field. In this way, a phase shift is applied 
only to the region of light incident on the fiber portion of the 
image plane. The shifted and unshifted portions of the electric 
field are recombined at the output pupil, where the intensities 
are used to calculate the phase (EQ. 14). 

The sensitivity of the Zemike WFS to Fourier modes was 
analyzed using a series of sinusoidal input phases with dif- 
ferent spatial frequencies, or different numbers of cycles 
across the input pupil. A sinusoidal input phase introduced at 
the input pupil results in characteristic features at the image 
plane: two light spots are introduced above and below the PSF 
core. For lower spatial frequencies, these two spots are very 
close to the PSF core and about the size of the phase-shifting 
filament. As the spatial frequency increases, the spots move 
farther away from the PSF core, resulting in improved phase 
reconstruction. FIG. 15 demonstrates the relationship 
between the input phase spatial frequency, image plane fea- 
tures, phase reconstruction, and residual phase error. 

The results illustrated qualitatively by FIG. 15 are shown 
quantitatively in FIGS. 16a and b. These figures demonstrate 
the improved phase reconstruction for higher spatial frequen- 
cies by plotting a reconstruction “phase scaling term.” This 
sensitivity parameter determines the magnitude of the input 
phase that is actually measured in the phase reconstruction 
algorithm. This parameter is determined as: 


PtSt ' Pinput 

input ' Pinput 

where the integrals are taken over the entire pupil. For a 
perfect phase reconstruction, the scaling term (3 goes to one. 
FIG. 16 show that (3 approaches one for high spatial frequen- 
cies. 
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The sensitivity of the simulated wavefront sensor to 
Zernike modes was first analyzed by calculating the residual 
phase error for five individual Zernike terms. As expected, 
first the wavefront sensor was found to be less sensitive to low 
5 Zernike modes and more sensitive to high Zernike modes. 
FIG. 17 shows the input phase, image plane intensity, phase 
reconstruction, and residual phase error for Zernike terms 4, 
5, 7, 9, and 10, while the results shown in FIG. 18 confirms the 
sensitivity curve forthe first 25 Zernike terms. Inotherwords, 
to similar to the Sine wave analysis done for the Fourier Modes, 
the Zemike WFS is very sensitive to tip/tilt, but is less sensi- 
tive to low order modes. As the Zernike modes increase, the 
PSF energy moves to higher spatial frequencies and away 
from the phase-shifting element near the core of the PSF. The 
15 result is that the reconstructed phase gets progressively better. 

Implementation on Palomar Observatory 

An opto-mechanical relationship between pupil and image 
planes similar to that shown for the testbed devices was 
implemented forthe Palomar system. However, there was an 
20 additional constraint that the wavefront sensor had to be done 
in such a way as to have little to no impact on the routine 
operation of the system: the existing Shack-Hartmannwave- 
front sensor would remain, and the Zemike wavefront sensor 
would not otherwise interfere with routine operation. In addi- 
25 tion, the optics had to fit within a very tight volume constraint. 
FIG. 19 shows the Zernike wavefront sensor integration with 
the Palomar adaptive optics system. The adaptive optics sys- 
tem is shown in the central part of the diagram. The Zemike 
wavefront sensor is added after the pick-off beamsplitter for 
30 the Shack-Hartmannwavefront sensor. It fits within the small 
rectangular area after the P3K adaptive optics system and 
before the science instrument. 

In detail, during operation the pick-off beamsplitter directs 
the on-axis beam first to a fold mirror and then to an off-axis 
35 parabolic mirror. This parabolic mirror collimates the beam 
and creates a real image of the telescope pupil. The effective 
focal length of the telescope is located at this pupil location as 
well, making it a telescentric telescope. The fold mirrors feed 
this beam into the telescope which is composed of a parabolic 
40 primary mirror and a slow secondary mirror. At the focal point 
of this telescope system is located the same phase-shifting 
element used in the lab. Traversing back through the telescope 
optics from this focal plane element, the exit pupil is again 
formed at the effective focal length of the system, which is 
45 quite long. A couple of oversized fold mirrors are required in 
order to bring this output pupil image close to the final imag- 
ing camera. A small relay then images this pupil onto the 
wavefront sensor detector array. The mechanics are made to 
be non-adjustable save for manual clocking and tilts accom- 
50 plished via shimming. Optics and mechanics are mounted 
onto a small breadboard that allows for stand-alone testing 
before installation as a whole integrated system into the P3K 
system. 

Interfacing to the Palomar adaptive optics system requires 
55 careful attention to requirements for real-time communica- 
tion. It starts by adopting as much of the physical layer in the 
AO implementation as possible. This ensures compatibility 
and a high level of confidence that the hardware will operate 
as required. The description below essentially follows the 
60 path of the data from the wavefront sensor camera to the point 
where it is integrated into P3K system. 

In this implementation, the wavefront sensor camera is a 
CCD39 from e2v. It is a four port camera with 40x40 pixels 
per port. This camera previously served as the wavefront 
65 sensing camera for the low-order adaptive optics system at 
Palomar. It can sample at speeds up to 2 kHz, with very low 
read noise and dark current. The sensor has its own set of 
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electronics (co mm only known as ‘Little Joe’ electronics from 
Scimeasure Analytical Systems, Inc.). Data is transmitted to 
the Zernike WFS computer via camera link protocol but 
implemented as a fiber-optic Tr/Rx pair by EDT, Inc. 

The computer used was a HP 4800 Workstation operating 5 
with Suse Linux, enterprise edition. The fast computing will 
be done with the same Nvidia GPU cards as used the by AO 
system. The reconstruction algorithm is very simple (a dif- 
ference and scaling operation), and does not require extensive 
compute resources. However, having a common hardware 10 
and software development environment for doing these 
operations makes work efficient. We plan on using the exten- 
sive computing power to do future wavefront estimation 
improvements. The computer is used to estimate the residual 
phase error from the ZWFS camera, from this phase error, the 15 
new values for the low-order and high-order deformable mir- 
rors (LODM and HODEM respectively) are generated. These 
results are then sent PCO where they are integrated. 

For the communications, a Quadrics network is used, again 
adopted wholesale from the Palomar system. A single Quad- 20 
rics network card is installed in our machine, and interfaces to 
the rest of the system via the Quadrics QsNet 1 6 port switch. 
The switch relays data to PCO where the instrument control 
occurs. The HODM and LODM offsets are integrated into the 
control scheme with their own separate gain values. In this 25 
way, the ZWFS signals can be integrated into the control 
system with very little impact to the current operation of the 
system. 

The reflective, phase-shifting Zernike Wavefront Sensor as 
presented here has the same benefits as the original, static 30 
Zernike phase-contrast sensor in that it is simple, and com- 
mon-mode. However, the dynamic phase-shifting capability 
also suppresses systematic noise sources like polarization 
variation, and the reflective design makes it insensitive to 
wavelength. This is because by dynamical changing the phase 35 
delay from first positive and then to negative and cycling back 
again in this pattern, means that it is possible to reject noise 
sources that are not at the same modulation frequency (a very 
powerful technique forrejecting fundamental noise sources). 
The sensitivity analysis for both the Zernike aberrations and 40 
Fourier modes indicates some insensitivity to low-order 
modes. However, knowledge of this can be used in post- 
processing to recover the low-order signals. 

Example 4 45 

Refractive Wavefront Sensor 


A refractive implementation of the Zernike WFS for Palo- 
mar has also been designed. Embodiments of this refractive 50 
wavefront sensor are shown in FIG. 20. It is possible to 
implement such a refractive system when: 1) the beam con- 
vergence at the intermediate image plane is slow enough that 
it can be further diverged (to match PSF size with the physical 
dimensions of the reflective phase-shifting assembly) with a 55 
transmissive element (in our particular case the f/16 of the 
Palomar telescope is changed to an ~f/100 beam with a nega- 
tive achromatic doublet), and 2) the pupil can be re-imaged to 
the Z-WFS detector with a simple achromatic, transmissive 
element. This is the case for the Palomar optical system. 60 

Example 5 


Differential Viewing Modes 

In addition to the above advantages, the hybrid wavefront 
sensors of the invention allow for the simple removal of the 
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Z-WFS from the optical path, and for switching the viewing 
mode. For example, switching between imaging mode and 
pupil-viewing modes could be accomplished by simply 
switching a single reflective optical element of different 
power. FIGS. 21a and b show that in one embodiment this 
could be conceivably done with a switch between a parabolic 
and elliptical reflector. The field stop and pupil stop in the 
subsequent science instrument switch places in this design. 

SUMMARY 

An optical architecture for a hybrid phase-shifting Zernike 
wavefront sensor and various embodiments of dynamic 
wavefront sensor architectures have been presented. These 
sensors have many benefits of a common-mode wavefront 
sensor (in particular its insensitivity to vibration and air- 
turbulence). However, in certain embodiments it has the addi- 
tional benefits of: 1) being reflective such that it operates 
broad-band and is completely polarization sensitive; and 2) is 
phase-shifting. The phase-shifting property allows this sensor 
to reject the 1/f noise of the detector and also reject noise to do 
stray light. Moreover, it can easily be configured to run in two 
different modes: 1) long-stroke mode for phase aberrations 
with large excursions and 2) small-stroke mode when the 
aberrations are known to be much smaller than a wavelength. 
These two modes require a larger stroke on the phase-shifting 
element, but this is easily accomplished by applying a larger 
voltage on the PZT element that drives the active element. 
The small-stroke phase reconstruction algorithm was pre- 
sented above and is still valid. For the large-stroke algorithm, 
the fundamental operation is to detect the ‘white-light’ enve- 
lope for each pixel in the pupil-viewing camera. This is done 
by measuring the group delay of each white light fringe that is 
recorded in each pixel in the pupil viewing camera. This is 
accomplished by measuring the slope of the imaginary part 
FFT of each pixels fringe pattern. 

The sensor has a host of attractive features which make it 
well suited for many types of adaptive optics. First, it is 
strictly reflective and therefore operates broadband, second it 
is common mode and therefore does not suffer from system- 
atic errors (like vibration) that are typical in other interferom- 
eters, third it is a phase-shifting interferometer and therefore 
benefits from both the sensitivity of interferometric sensors as 
well as the noise rej ection afforded by synchronous detection. 
Unlike the Shack-Hartmamiwavefront sensor, it also has 
nearly uniform sensitivity to all pupil modes. In space, for 
instance, where the optical quality is not degraded by the 
Earth’s atmosphere, the image quality is already good enough 
that a S-HWFS is not required. However, because a Z-WFS is 
so much easier to implement, and because the mathematics to 
reconstruct the image quality is very simple, adding this func- 
tionality to space telescopes is simple, easy and comes with 
little additional cost or complexity. 

DOCTRINE OF EQUIVALENTS 

Those skilled in the art will appreciate that the foregoing 
examples and descriptions of various preferred embodiments 
of the present invention are merely illustrative of the inven- 
tion as a whole, and that variations in the steps and various 
components of the present invention may be made within the 
spirit and scope of the invention. Accordingly, the present 
invention is not limited to the specific embodiments described 
herein but, rather, is defined by the scope of the appended 
claims. 
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What is claimed: 

1. A hybrid wavefront sensor comprising: 

a Shack-Hartmami wavefront sensor having a SH-input 
pupil and a re-imaged SH-output pupil comprising at its 
distal end a lenslet array for dicing an incident image 5 
wavefront into separate segments; 

a Zernike wavefront sensor having a Z-input pupil and a 
Z-output pupil, the Zernike wavefront sensor being 
capable of dynamically shifting the phase of a portion of 
the image wavefront having a diameter on the order of 10 
X/D, where D is the SH-input pupil diameter; 

a relay optical system disposed proximal to the lenslet 
array and designed such that the image wavefront from 
the SH-input pupil is relayed one-to-one to the Z-input 
pupil and the Z-output pupil is relayed one-to-one to the 15 
lenslet array of the SH-output pupil; 

a detector in optical alignment with the distal side of the 
lenslet array for imaging the incident image wavefront; 
and 

an electronic controller in signal communication between 20 
the Zernike wavefront sensor and the detector for corre- 
lating the phase shift imposed on the imaged wavefront. 

2. The hybrid wavefront sensor of claim 1 wherein the 

optical path of the wavefront sensor is arranged such that the 
Zernike wavefront sensor may be bypassed. 25 

3. The hybrid wavefront sensor of claim 1 wherein the 
phase shift may be dynamically adjusted over a range of from 
+XA/2 and -X/2. 

4. The hybrid wavefront sensor of claim 1 wherein the relay 

optical system includes a parabolic mirror. 30 

5. The hybrid wavefront sensor of claim 1 wherein the 
Zernike wavefront sensor is transmissive. 

6. The hybrid wavefront sensor of claim 5 wherein the 
Zernike wavefront sensor comprises a plurality of transmis- 
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sive phase plates movable into and out of the optical path of 
the Zernike wavefront sensor, each of said transmissive plates 
capable of producing a different phase shift in the image 
wavefront. 

7. The hybrid wavefront sensor of claim 1 wherein the 
Zernike wavefront sensor is one of either reflective or refrac- 
tive. 

8. The hybrid wavefront sensor of claim 7 wherein the 
Zernike wavefront sensor includes a reflective mechanical 
capillary device. 

9. The hybrid wavefront sensor of claim 8 wherein the 
reflective mechanical capillary device comprises: 

a ceramic ferrule defining a central longitudinal hollow 
passage and having a reflective end; and 

a fiber having a reflective end, said fiber being positioned 
within the central hollow passage and movable therein 
such that the reflective end of the fiber can be offset 
relative to the horizontal plane of the reflective end of the 
ceramic ferrule. 

10. The hybrid wavefront sensor of claim 9 further com- 
prising a piezoelectric transducer mechanically coupled to 
the fiber and disposed to translate said fiber within said fer- 
rule. 

11. The hybrid wavefront sensor of claim 9 further com- 
prising a quad cell detector to determine the position of the 
image wavefront with respect to the reflective mechanical 
capillary device. 

12. The hybrid wavefront sensor of claim 1 wherein the 
relay optical system comprises both a parabolic and elliptical 
reflector, and wherein the optical path of the sensor is swit- 
chable therebetween. 

13. The hybrid wavefront sensor of claim 1 wherein the 
relay optical system includes a refractive element. 



